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Abstract. Beta thalassemia is a common hereditary hemalogogical disease in 
Thailand, with a prevalence of 5-8%. In this study, we evaluated the high resolu-
tion DNA melting (HRM) assay to identify beta thalassemia mutation in samples 
from 143 carriers of the beta thalassemia traits in at risk couples. The DNA was 
isolated from venous blood samples and tested for mutation under a series of 5 
PCR-HRM (A, B, C, D and E primers) protocols. The A primers were for detec-
tion of beta thalassemia mutations in the HBB promoter region, the B primers 
for mutations in exon I, the C primers for exon II, the D primers for exon III and 
the E primers for the 3.4 kb deletion mutation. The mutations were diagnosed by 
comparing the complete melting curve profiles of a wild type control with those 
for each mutant sample. With the PCR-HRM technique, fourteen types of beta 
thalassemia mutations were detected. Each mutation had a unique and specific 
melting profile. The mutations included 36.4% (52 cases) codon 41/42-CTTT, 
26.6% (38 cases) codon 17 A-T, 11.2% (16 cases) IVS1-1 G-T, 8.4 % (12 cases) codon 
71/72 +A, 8.4% (12 cases) of the 3.4 kb deletion and 3.5% (5 cases) -28 A-G. The 
remainder included one instance each of -87 C-A, -31 A-C, codon 27/28 +C, codon 
30 G-A, IVS1-5 G-C, codon 35 C-A, codon 41-C and IVSII -654 C-T. Of the total 
cases, 85.8% of the mutations could be detected by primers B and C. The PCR-
HRM method provides a rapid, simple and highly feasible strategy for mutation 
screening of beta thalassemia traits. 
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(Tienthavorn et al, 2006). One infant with 
beta thalassemia major is born out of 
every thousand life births. Prevention 
programs have tried to identify at-risk 
couples during pregnancy to obtain ge-
netic counseling and prenatal testing for 
thalassemia and of affected decide on 
the pregnancy outcome (Sirichotiyakul 
et al, 2009). However, some beta thalas-
semia mutations have a mild clinical 
presentation making genetic counselling 
problematic. Therefore, beta thalassemia 
mutations in at-risk couples need to be 

INTRODUCTION

Beta thalassemia is a common he-
reditary hematological disease in Thai-
land (Fucharoen and Winichagoon,1987; 
Winichagoon et al, 1990; Wong et al, 2004). 
There is a 5-8% prevalence of the beta 
thalassemia trait in northern Thailand 
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specifically identified. In Thailand about 
20  different types of beta thalassemia mu-
tations have been reported, most of which 
are point mutations: -87 C-A, -31 A-G, -28 
A-G, codon (CD) 15 G-A, CD 17 A-T, CD 
26 G-T, CD 27/28 + C, CD 30 G- A, IVSI-1 
G- T, IVSI-5 G- C, CD 35 C-A, CD 41 - C, 
CD 41/42--CTTT, CD 43 G-T, CD 71/72 + 
A, CD 95+A and IVSII- 654 C-T. Others 
include 3.4 kb, 619 and 105 base pair de-
letions (Laig et al, 1989; Sanguansermsri 
et al, 1990; Thein et al, 1990; Lynch et al, 
1991; Fukumaki et al, 1992; Winichagoon 
et al, 1992).  Currently, molecular analysis 
of beta thalassemia mutations includes the 
multiplex amplification refractory muta-
tion system (MARMS) and direct DNA 
sequencing. MARM-PCR, which is more 
widely used, is inexpensive and rapid. 
However, the method is tedious and 
limited in its ability to detect some beta 
thalassemia mutations (El-Gawhary et al, 
2007; Mirasena et al, 2008). Nearly all beta 
thalassemia mutations can be detected by 
direct DNA sequencing but this is not the 
favored method due to difficulties with 
the techique, amount of time required and 
cost (Sirichotiyakul et al, 2003). Recently, 
there have been reports of the possible ap-
plication of the high resolution DNA melt-
ing (HRM) assay as a tool for thalassemia 
mutation identification (Pornprasert et al, 
2008; Prathomtanapong et al, 2008; Shih 
et al, 2009 ). In this study we evaluated the 
use of HRM as a method for beta thalas-
semia mutation detection.

MATERIALS AND METHODS

Blood samples from 143 carriers of 
beta thalassemia trait in couples at risk 
for offspring with beta thalassemia major 
were recruited from the antenatal care 
clinic and referred to us as part of the Na-
tional Thalassemia Prevention Program. 

All had tested positive for beta thalas-
semia trait with a positive MCV test and 
a hemoglobin A2 concentration between 
4.0 and 8.0%.
DNA-isolation 

Genomic DNA was isolated from 200 
µl of whole blood according to the manu-
facturer ’s protocol with the QIA-amp 
DNA Mini Kit (QIAGEN, Hilden, Ger-
many). The extracted DNA was quantified 
with a spectrophotometer (SPECORD 
Plus, Germany) at 260 and 280 nm, with 
A260/A280 ratios between 1.6 and 1.8. 
The isolated DNA was diluted with 1 X 
PCR buffer to 5 ng/µl and stored at -20ºC 
until analysis.
HBB gene

The DNA sequence of the HBB gene 
was derived from NCBI’s GenBank: 
U01317.1 (HBB gene; nucleotide numbers 
62137-63472). The HBB gene’s promoter 
region is defined by nucleotide numbers 
61921-62137, exon I is 62190-62279, exon II 
is 62409-62631 and exon III is 63482-63607. 
The previously characterized beta thalas-
semia mutations and their locations in the 
HBB gene were taken into consideration 
when designing primers (Laig et al, 1989; 
Sirichotiyakul et al, 2003; Mirasena et al, 
2008).
Primer design

All primer pairs were designed ac-
cording to the Primer-BLAST program. 
Four primer pairs (A, B, C and D) were 
designed to cover the four regions of the 
HBB gene where the common beta thalas-
semia mutations are located (Fig 1). The A-
primers were for the amplification of the 
promoter DNA segment, the B-primers 
for exon I, the C-primers for exon II, and 
the D-primers for the IVSII and exon III 
DNA segments. The A-forward primer 
5’ ACTTAGACCTCACCCTGTGGA 3’ 
(nucleotide numbers 62022-42) and the A-
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reverse primer 5’ TGGTGTCTGTTTGAG-
GTTGC 3’ (62168-87) were used to amplify 
the promoter region and generate a PCR 
product 166 base pairs (bp) in length and 
used to detect -87 C-A, -31 A- G and -28 
A-G mutations. HBB gene exon I was am-
plified with the B-forward primer 5’ CCT-
GAGGAGAAGTCGCCGTT 3’ (62202-21) 
and B-reverse primer 5’ GTCTCCACAT-
GCCCAGTTTCT 3’ (62319-39). The PCR 
product was 137 BP in length and used to 
detect CD 17  A-T, CD 27/28 + C, CD 30 G- 
A, IVSI-1 G- T and  IVSI-5 G-C mutations. 
HBB gene exon II was amplified with the 
C-forward primer 5’ TTCCCACCCTTAG-
GCTGCTGGT 3’ (62396-417) and C-reverse 
primer 5’TGGCAAAGGTGCCCTTGAG-
GT 3’ (62557-78). The PCR product was 
183 bp and was used to detect CD 35 C- A, 
CD 41 - C, CD 41/42 - CTTT  and CD 71/72 
+ A. The IVSII and exon 3 DNA segment 
was amplified using the D-forward primer 

5’ CTTTCTTTCAGGGCAATAATGA 3’  
(63199-321) and D-reverse primer 5’ 
AGAAATATTTATAGTCAGAAATATTG 3’  
(63291-316). The PCR product length was 
117 BP and was used to detect  the IVSII-  
654 C- T mutation. To detect the 3.4 kb dele-
tion, three different primer pairs were de-
signed. These were E1-forward, E1-reverse 
and E2-reverse. The E1-forward primer 5’ 
GTCACACTTTGGGTTGTAAGTGAC 
3’ (61360-83) and E1-reverse primer 5’ 
TCAATGTGCTCTGTGCATTAGT 3’ 
(61462-83) were used to amplify the wild 
type gene at the 5’ DNA break point of the 
3.4 kb deletion (U01317; 61417). The prod-
uct size was 124 bp in length. To verify 
the 3.4 kb mutant, the DNA sequence of 
the deleted junction (U01317, HBB gene; 
61417/64902) was amplified with the 
E1-forward primer and the E2-reverse 
primer 5’ TTCCTTTTGTTGCCTTTGCT 3’ 
(64960-79). The product obtained was 135 

Fig 1–Schematic representation showing the positions of four PCR-HRM primer pairs (A, B, C and 
D) and two DNA sequencing primer pairs ( S1 and S2).  The A, B, C and D primer pairs were 
responsible for detecting beta-thalassemia mutations in the promoter region, exon I, II and 
III regions, respectively. S1 was used to analyze the DNA sequence of the HBB gene from the 
promoter region to the 3’ end of IVSII, while S2 was used to analyze the whole exon III gene 
sequence.
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bp. All primers were purchased through 
Invitrogen (Carlsbad, CA).
PCR performance evaluation

The performance of all 5 PCR pro-
tocols was evaluated by real-time PCR 
against serial DNA dilutions of 1:10, 1:100, 
1:1,000 and 1:10,000 starting with 62.4 ng/
µl DNA on the Bio-Rad CFX96 real-time 
system (Bio-Rad Laboratories, Hercules, 
CA). The PCR efficiency, the slope of the 
standard curve and correlation coefficient 
(R2) were automatically calculated with 
the provided software.
Real-time PCR and high resolution DNA 
melting analysis

To identify beta thalassemia muta-
tions, two series of five PCR protocols 
were carried out simultaneously. One 
was conducted with a normal DNA 
sample and the other with an unknown 
beta thalassemia trait sample. Each 
test sample contained one of 5 specific 
primer pairs and PCR mixtures and was 
performed in two replicates. To detect 
the 3.4 kb deletion mutant, E1 forward / 
E1 reverse primers were used to amplify 
normal control DNA and E1 forward/ E2 

Bio-Rad CFX96 real-time system (Bio-
Rad Laboratories, Hercules, CA), starting 
with an initial step of activating the Taq 
DNA polymerase at 94ºC for 2 minutes, 
followed by 40 cycles of denaturation at 
94ºC for 15 seconds, annealing at 64ºC for 
15 seconds and extension at 72ºC for 20 
seconds. Fluorescence activity was mea-
sured on a SYBR Green I channel (533 nm) 
at the end of each cycle. The HRM melting 
program started at 95ºC for 10 seconds, 
followed by a melting cycle from 75ºC to 
90ºC with a transitional rate of 0.2ºC per 
10 seconds. Fluorescence was monitored 
continuously during the melting process. 
HRM analysis was performed using Bio-
Rad Precision Melt Analysis Software 
(Bio-Rad, Hercules, CA).  The different 
fluorescence temperature-shifted curves 
were compared between the wild type 
control and the unknown sample with 
each primer protocol. The positive primer 
set revealed curves that were not in align-
ment (Fig 3). 

Direct DNA sequencing  
To identify the molecular mutations 

characteristic of beta thalassemia trait, 

Standard curve

Log starting quantity

C
q

Fig 2–Image of the standard curve for the C primer. It was tested against 
normal control DNA by 5-fold dilution and revealing 100% effi-
ciency, a correlation coefficient (R2) of 0.998 and a slope of -3.319.

reverse primers were 
used for unknown 
samples. The 25 µl 
PCR mixture includ-
ed 5 µl of DNA, 1.5 
µM MgCl2, 200 µM 
of each deoxynucle-
otide triphosphate, 
2 µM of SYTO9, 1 
unit of Platinum® Taq 
DNA polymerase, 0.2 
µM of each primer 
(Invitrogen, Carls-
bad, CA) and the rest 
was a 1X PCR buffer. 
Thermal cycling was 
performed using the 
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Fig 3–Example of  complete melting profiles (HRM images) generated by the C primer set for beta 
thalassemia traits CD 41/42 -CTTT and CD 71/72 + A. Each mutation was detected by comparing 
the complete melting profile of a normal DNA sample with the mutant gene. The results were 
in accordance with the direct DNA sequencing technique.

two primer pairs were designed (S1 and 
S2). The S1 forward primer 5 ‘ ACTCCTA-
AGCCAGTGCCAGA 3’ (61974-93) and 
S1 reverse primer 5’ TGTACCCTGT-
TACTTCTCCCC 3’ (62700-20) were used 
to amplify the HBB gene nucleotide se-
quence numbers 61974-62720.  The PCR 
product was 780 bp in length, including 
the promoter region and the exon I and 
II regions where most beta thalassemia 
mutations occurs.  

The S2 forward primer 5’ ACAATG-
TATCAGCCTCTTTGCAC 3’ (63223-46) 
and S2 reverse primer 5’ TGCATTAGCT-
GTTTGCAGCC 3’ (63884-903) were used 
to amplify the 3’ part of- the-IVSII and 

exon III on the HBB gene (660 bp; 63223-
63939) where some rare mutations might 
be discovered. 

The S1 protocol PCR mixture con-
sisted of 50 µl in a 0.2 ml thin wall tube 
containing 5 µl genomic DNA, 200 µM of 
each dNTP, 1.0 U of AmpliTaq Gold DNA 
polymerase (Applied Biosystems, Foster 
City, CA), 4 µM of mixed S1 forward  and 
S1 reverse primers in 10 mM Tris pH 8.8, 
50 mM KCl, 2.5 mM MgCl2  and the rest 
being 1X buffer. A total of 40 thermal 
cycles was carried out, with each cycle 
involed in DNA denaturation at 94ºC for 
1 minute, primer annealing at 60ºC for 1 
minute and primer extension at 72ºC for 2 
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Fig 4–HRM images for beta thalassemia mutations detected with the PCR-HRM method using B- and 
C-primer protocols. Each mutation gave a unique temperature-shift curve pattern.

minutes. The initiation denaturation was 
extended to 95ºC for 15 minutes while 
the final extension was prolonged for 7 
minutes.   

The S2 protocol PCR mixture of 50 µl 
contained 5 µl genomic DNA, 200 µM of 
each dNTP, 1.0 U of AmpliTaq Gold DNA 
polymerase (Applied Biosystems, Foster 
City, CA), 0.5 µM of mixed S2 forward  
and S2 reverse primers in 10 mM Tris pH 
8.8, 50 mM KCl, 1.5 mM MgCl2  and the 
rest being 1X buffer. A total of 35 thermal 
cycles was carried out, with each cycle 
involved in DNA denaturation at 94ºC for 
45 seconds, primer annealing at 55ºC for 1 
minute and primer extension at 72ºC for 
90 seconds. The initiation denaturation 
was extended to 95ºC for 15 minutes 

while the final extension was prolonged 
for 7 minutes. 

The PCR products were then checked 
by electrophoresis on 1.5% agarose gel. 
The DNA bands were made visible by 
staining with ethidium bromide. The S1 
and S2 DNA bands were 780 and 660 base 
pairs in length, respectively. The PCR 
products were further purified using the 
QIAquick PCR purification kit (QIAGEN, 
Hilden, Germany). DNA purification was 
performed according to the manufactur-
er’s instructions. Purified DNA obtained 
in 20 µl buffer was further processed for 
cycle sequencing reactions carried out in 
a 0.2 ml PCR tube. The reaction mixture 
contained 8 µl of ABI Prism BigDye Ter-
minator Ready Reaction Mix (Applied 



Detection of Beta thalassemia mutation By PcR-hRm

Vol  44  No. 6  November  2013 1061

Fig 5–HRM images of beta thalassemia mutations detected with the PCR-HRM method using A-, 
D- and E-primer protocols. Each mutation gave a unique temperature-shift curve pattern.

Biosystems, Carlsbad, CA), 3.2 µM of 
the S1 forward primers (or S2 forward 
primers), 5 µl of purified DNA and the 
rest was distilled water to give a volume 
of 20 µl. The thermal cycle program was 
used for DNA denaturation at 96ºC for 
10 seconds, primer annealing at 50ºC for 
5 seconds and primer extension at 60ºC 
for 4 minutes for a total of 25 cycles. The 
entire content of extension product was 
then transferred into a tube containing 2 
µl of 3 M sodium acetate at a pH of 4.6 and 
50 µl of 95% ethanol. The tube was mixed 
thoroughly and left at room temperature 
for 15 minutes and then spun at 14,000 
rpm in a micro-centrifuge for 30 minutes 
and the supernatant was discarded. The 
pellet was washed with 250 µl of 70% 
ethanol, spun at 14,000 rpm for 25 minutes 
and dried for 1 minute on a heat block at 
90ºC. Direct DNA sequencing was carried 
out by suspending the precipitated exten-

sion products in 20 µl of template suppres-
sion reagent. The suspension was mixed, 
spun down and then heated at 95ºC for 2 
minutes; it was spun down immediately 
after chilling on ice for 10 minutes. The 
suspension was further analyzed in an au-
tomated DNA Sequencer (four-capillary 
3100-Avant Genetic analyzer).

Conventional Gap PCR detection of the 
3.4 kb deletion

To detect the 3.4 kb deletion three 
primer pairs were developed. Two of 
them were the E1- forward primer 5’ 
GTCACACTTTGGGTTGTAAGTGAC 
3’ (61360-83) and the E1-reverse primer 
5’ TCAATGTGCTCTGTGCATTAGT 3’ 
(61462-83) used for amplifying the wild 
type control DNA segment and yield-
ing a PCR product of 124 base pairs. The 
third primer was the E3-reverse primer 
5’-TGCCATTTCATGGTTCACCTTTCA 
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3’ (65045-68). The E1-forward primer and 
E3-reverse primer were used to detect 
the 3.4 kb deletion, producing a product 
of 224 base pairs. The PCR mixture in a 
total volume of 25 µl contained 5 µl of 
DNA template, 200 µM of each dNTP, 
2.0 Platinum Taq DNA polymerase  (In-
vitrogen, Carlsbad, CA), 0.38 µM of each 
primer, 50 mM KCl, 1.5 mM MgCl2 and the 
rest was 1XPCR buffer. The mixture was 
placed in a conventional PCR apparatus 
and preheated at 95ºC for 3 minutes. The 
PCR was cycled 40 times at 95ºC for 30 
seconds, 62ºC for 30 seconds, and 72ºC 
for 45 seconds, with a final extension at 
72ºC for 7 minutes. The PCR products 
were analyzed with 2% agarose gel elec-
trophoresis and visualized with ethidium 
bromide staining.

RESULTS

For the PCR-HRM protocol the op-
timal concentration in the master mixed 
were 1.5 mM MgCl2, 0.2 mM dNTP, 0.3 
µM primers, 0.3 µM SYTO9 and 1.5 units 
of (platinum) Taq DNA polymerase. 
The average annealing temperature was 
60ºC and for HRM analysis the tem-
perature was between 70 and 90ºC. The 
performance of primer sets A to E in the 
PCR-HRM protocols tested revealed an 
average efficiency of 99.8%,  a R2 of 0.99  
and a slope of -3.32 (Fig 2). PCR-HRM 
analysis of the 143 DNA samples showed 
14 specific and recognizable normalized 
temperature-shifted melt curves and 
temperature-shifted difference curves (Fig 
3). Mutations -87C-A, -31 A-C and -28 (A-
G) were detected by primer pair A (Fig 5).  
The CD17 A-T, CD27/28 +C, CD30 G-A, 
IVS1nt1 G-T and IVS1nt5 G-C mutations 
were detected by primer pair B (Fig 4). The 
CD 35 C-A, CD 41-C, CD 41/42 -CTTT and 
CD71/72 +A were detected by primer pair 

C (Fig 4). IVS2nt654 (C-T) was detected by 
primer pair D (Fig 5) and the 3.4 KB dele-
tion by primer pair E (Fig 5).  There were 
52 instances (37.6%) of CD41/42 -CTTT, 38 
instances (27 %) of CD17 A-T, 16 instances 
(11.3%) of IVS1nt1G-T, 12 instances (8.5 %) 
of CD71/72 +A, 12 instances (8.5%) of the 
3.4 kb deletion and 5 instances (3.5 %) of 
-28  A-G. There was also one example each 
of -87 C-A, -31 A-C, CD27/28 +C , CD 30 
G-A, IVS1nt5 G-C, CD 41-C and IVSII 654 
C-T.  Primers B and C were responsible for 
85.8% of all mutations detected. The three 
most common mutations were CD41/42 
-CTTT, CD17 A-T and IVS1nt1 G-T. The 
temperature-shift difference curves for 
similar mutations were reproducible and 
aligned almost exactly. The 3.4 kb dele-
tion results were in accordance with the 
conventional Gap-PCR technique. Beta 
thalassemia mutations detected by PCR-
HRM with the A, B, C and D primer sets 
could clearly distinguish between normal 
DNA and any genotype of beta thalas-
semia trait and also presented the same 
results as direct DNA sequencing.

DISCUSSION                                                                                          

HRM technology is a recently devel-
oped method for fast high-throughput 
post-PCR analysis of genetic mutations 
(Wittwer et al, 2003; Montgomery et al, 
2007; Erali et al, 2008; Wittwer, 2009). This 
method could be suitable to screen for beta 
thalassemia  mutations. This is because 
the types of mutations and their loca-
tions in the HBB gene, including the SNP 
location, have been well characterized. 
This information made setting up a high 
performance PCR-HRM to screen for beta 
thalassemia mutations easier. Therefore, 
appropriate primers could potentially 
be designed using the Primer-Blast pro-
gram to cover all mutations, including 
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deletion mutations. Moreover, automated 
PCR-HRM apparatuses provided with 
precision melting software are readily 
available, which makes analysis of beta 
thalassemia mutations simpler and more 
convenient. A series of five PCR proto-
cols has been developed. The primer sets 
were designed based on beta thalassemia 
mutation prevalences. Mutation detection 
should be nearly absolute. A few non-
Thai ethnic beta thalassemia traits might 
escape detection due to the uncommon 
mutations and they might need additional 
evaluation with conventional Gap-PCR or 
direct DNA sequencing. 

The PCR master mix was modified by 
the addition of intercalating dye SYTO9 
instead of SYBR Green I. SYTO9 is less 
toxic in the amplification reaction and 
produced a less dynamic dye redistri-
bution to non-denatured regions of the 
nucleic strand during melting than SYBR 
Green I. This creates melting profiles 
with better resolution and reproducibil-
ity (Pornprasert et al, 2010; Monis et al, 
2005). The appropriated PCR master mix 
contained 1.5 mM MgCl2, 0.2 mM dNTP, 
0.3 µM primers, 3.0 µM SYTO9 and 1.5 
unit platinum Taq DNA polymerase. The 
annealing temperature was 60ºC while the 
high-resolution DNA melting tempera-
ture was between 70 and 90ºC. The PCR 
protocols were assessed after optimization 
and revealed acceptably high efficiency 
(99-100%). 

The PCR-HRM method with precision 
melting was able to differentiate fourteen 
types of common beta thalassemia muta-
tions. This was because each genotype 
had a specific temperature-shift difference 
curve (HRM image). This method allows 
diagnosis of 143 beta thalassemia muta-
tions with 100% accuracy.  Furthermore, in 
the process of beta thalassemia screening, 
mutations could be detected with the B 

and C primer protocols with a success rate 
of 85.8%. These results can help reduce 
workload if initial screening with just the 
B and C primer protocols is carried out, 
instead of with 5 PCR-HRM protocols.

In summary, the PCR-HRM technique 
may be used to identify all types of beta 
thalassemia mutations. It is a convenient 
and accurate tool for beta thalassemia 
mutation scanning. These methods may 
be beneficial and cost effective for beta 
thalassemia screening in the national 
thalassemia prevention program.

ACKNOWLEDGEMENTS

 We would like to express our sincere 
thanks to all the technical staff of the Thal-
assemia Unit, Department of Pediatrics 
for their kind help. This work was partly 
supported by a grant from the Ministry 
of Public Health.                 

 REFERENCES

El-Gawhary S, El-Shafie S, Niazi M, Aziz M, 
El-Beshlawy A. Study of beta-thalassemia 
mutations using the polymerase chain 
reaction-amplification refractory mutation 
system and direct DNA sequencing tech-
niques in a group of Egyptian thalassemia 
patients. Hemoglobin 2007; 31: 63-9 .

Erali M, Voelkerding  KV, Wittwer CT. High 
resolution melting applications for clini-
cal laboratory medicine. Exp Mol Pathol  
2008; 85: 50-8.

Fucharoen S, Winichagoon P. Hemoglobinopa-
thies in Southeast Asia. Hemoglobin  1987; 
11: 65-88.

Fukumaki Y, Fucharoen S, Fucharoen G,  et al. 
Molecular heterogeneity of b-thalassemia 
in Thailand. Southeast Asian J Trop Med 
Public Health 1992; 23 (suppl 2): 14-21.

Laig M, Sanguansermsri T, Wiangnon S, Hun-
drieser J, Pape M, Flatz G. The spectrum 
of beta-thalassemia mutations in northern 



southeast asian J tRoP meD PuBlic health

1064 Vol  44  No. 6  November  2013

and northeastern Thailand. Hum Genet 
1989; 84: 47-50.

Lynch JR, Brown J M, Best S, Jennings MW, 
Weatherall DJ. Characterization of the 
breakpoint of a 3.5-kb deletion of the 
b-globin gene. Genomics 1991; 10: 509-11.

Mirasena S, Shimbhu D, Sanguansermsri M, 
Sanguansermsri T. Detection of beta-
thalassemia mutations using a multiplex 
amplification refractory mutation system 
assay. Hemoglobin 2008; 32: 403-9.

Monis PT, Giglio S, Saint CP. Comparison of 
SYTO9 and SYBR Green I for real-time 
polymerase chain reaction and invest-
gation of the effect of dye concentration 
on amplification and DNA melting curve 
analysis. Anal Biochem 2005; 340: 24-34.

Montgomery J, Wittwer CT, Palai R, Zhou L. 
Simultaneous mutation scanning and ge-
notyping by high-resolution DNA melting 
analysis. Nat Protoc 2007; 2: 59-66.

Pornprasert S, Phusua A, Santa S, Saetung  R, 
Sanguansermsri T. Detection of alpha-
thalassemia-1 Southeast Asian type using 
real-time gap-PCR with SYBR Green 1 
and high resolution melting analysis. Eur 
J Haematol 2008; 80: 510-4.

Pornprasert S, Sukunthamala K. SYTO9 and 
SYBR Green 1 with a high-resolution 
melting analysis for prenatal diagnosis 
of b0-thalassemia/hemoglobin-E. Eur J 
Haematol 2010; 85: 424-9.

Prathomtanapong P, Pornprasert S, Phusua 
A, Suanta S, Saetung R, Sanguansermsri 
T. Detection and identification of beta-
thalassemia 3.5 kb deletion by SYBR Green 
1 and high resolution melting analysis. Eur 
J Haematol 2008; 82: 159-60.

Sanguansermsri T, Pape M, Laig M, Hundrieser 
J, Flatz G. b0-Thalassemia in a Thai family 
is caused by a 3.4 KB deletion including 
the entire b-globin gene. Hemoglobin 1990; 
14: 157-68.

Shih HC, Er TK, Chang TJ, Chang YS, Liu TC, 

Chang JG. Rapid identification of HBB 
gene mutations by high-resolution melting 
analysis. Clin Biochem 2009; 42: 1667-76.

Sirichotiyakul S, Saetung R, Sanguansermsri, 
T. Analysis of b-thalassemia mutations in 
northern Thailand using an automated 
fluorescence DNA sequencing technique. 
Hemoglobin  2003; 27: 89-95.

Sirichotiyakul S, Saetung R, Sanguansermsri T. 
Prenatal diagnosis of beta-thalassemia/Hb 
E by hemoglobin typing compared with 
DNA analysis. Hemoglobin 2009; 33: 17-23 .

Thein SL, Winichagoon P, Hesketh C, et al. The 
molecular basis of b-thalassemia in Thai-
land: application to prenatal diagnosis. Am 
J Hum Genet 1990; 47: 369-75.

Tienthavorn V, Pathanapongsathorn J, Cha-
roensa S, Sae-Tung R, Charoenkwan P, 
Sanguansermsri T. Prevalence of thalas-
semia carriers in Thailand. Thai J Hematol 
Transf Med 2006; 16: 307-12.

Winichagoon P, Fucharoen S, Wilairat P, Chi-
hara K, Fukumaki Y, Wasi P. Identification 
of five rare mutations including a novel 
frameshift mutation causing b0-thalasse-
mia in Thai patients with b0-thalassemia/
Hemoglobin E disease. Biochim Biophys 
Acta 1992; 1139: 280-6 .

Winichagoon P, Fucharoen S, Thonglairoam V, 
Tanapotiwirut V, Wasi P. b-thalassemia in 
Thailand. Ann NY Acad Sci 1990; 612: 31-42.

Wittwer CT. High-resolution DNA melting 
analysis: advancements and limitations. 
Hum  Mutat 2009; 30: 857-9.

Wittwer CT, Reed GH, Gundry CN, Vander-
steen JG, Pryor RJ. High-resolution ge-
notyping by amplicon melting analysis 
using LCGreen. Clin Chem 2003; 49 (6 
PT1): 853-60.

Wong, P, Thanormrat, Srithipayawan S, et al. 
Prevalence of thalassemia trait from 
screening programs in pregnant woman 
of Phitsanulok. Thai J Hemato Transf Med  
2004; 14: 181-6.


